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SUMMARY  PAGE 


THE  PROBLEM 

To  determine  the  alterations  in  microphone  frequency  response  that 
accompany  changes  in  ambient  pressure. 


THE  FINDINGS 

A  ceramic  and  a  condenser  microphone  both  showed  consistent  alterations 
in  frequency  response  as  ambient  pressure  varied.  The  response  alterations 
of  the  two  microphones,  while  not  identical,  were  quite  similar. 
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APPLICATION 

The  results  provide  calibration  data  for  the  use  of  a  condenser  and  a 
ceramic  microphone  for  measuring  ambient  noise  levels  in  diving 
environments . 
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ABSTRACT 


The  response  of  two  microphones ,  one  a  condenser  microphone  and  the 
other  a  diaphragm- activated  piezoelectric  ceramic  microphone,  were  measured 
in  compressed  air  at  pressures  as  great  as  810  kilopascals  (8  atmospheres). 
The  response  of  each  microphone  was  compared  to  that  of  a  hydrophone 
operated  in  air  as  a  microphone.  The  results  show  that  the  two  types  of 
microphone  respond  similarly  to  high  ambient  pressure.  Both  types  are  less 
sensitive  to  sound  pressure  in  compressed  air  than  in  air  at  normal 
pressures,  and  the  frequency  responses  of  both  microphones  are  altered.  The 
results  are  useful  in  the  analyses  of  ambient  noise  measurements  done  during 
experiments  in  compressed  air. 


Two  types  of  microphones  have  been  used  for  making  noise  measurements 
and  calibrating  equipment  during  research  on  hearing  in  hyperbaric 
environments.  Condenser  microphones  are  used  in  helium-oxygen  environments 
when  possible  because  of  the  ease  with  which  they  may  be  calibrated  in  situ 
by  means  of  an  electrostatic  actuator  (Thomas,  et  al.,  1972;  Mullen,  1972). 
They  have  also  been  used  in  compressed  air  environments  (Curley  and  Knafelc, 
1987)  but,  because  arcing  can  occur  between  the  two  plates  of  a  condenser 
microphone,  they  may  be  a  fire  hazard  and  are  not  routinely  permitted  in 
compressed  air  environments  unless  the  partial  pressure  of  oxygen  is  below 
the  level  that  readily  supports  combustion.  Instead,  piezoelectric 
microphones  or  miniature  hydrophones  are  used. 

In  commenting  on  a  paper  by  Chalupnik,  et  al.  (1961),  who  calibrated 
condenser  microphones  in  hypobaric  conditions,  Massa  (1961)  illustrated  a 
variety  of  piezoelectric  crystal  microphones  which  are  not  affected 
appreciably  by  ambient  pressure.  However,  the  microphones  he  described  are 
about  40  to  50  dB  less  sensitive  than  typical  condenser  microphones.  In 
order  to  increase  the  sensitivity  of  a  piezoelectric  (whether  natural 
crystal  or  ceramic)  microphone,  a  diaphragm  is  connected  to  the  crystal  by  a 
columella  that  exerts  a  concentrated  force  on  the  piezoelectric  material 
(Kinsler,  et  al . ,  1982,  p  388).  The  diaphragm  and  the  crystal  form  two 
sides  of  a  cavity  having  acoustical  characteristics  (e.g.  stiffness)  that 
are  affected  by  gas  density.  Thus,  while  the  crystal  itself  may  not  be 
affected  by  ambient  static  pressure,  the  diaphragm- activated  crystal 
microphone  as  a  whole  is  (Murry  and  Sergeant,  1971;  Sergeant  and  Murry, 

1971)  .  A  disadvantage  of  piezoelectric  microphones  is  that  simple 
calibration  techniques  that  can  be  used  in  diving  environments  have  not  been 
developed. 

Miniature  piezoelectric  hydrophones  may  also  be  used  as  microphones  in 
air,  and  they  have  been  used  to  measure  noise  within  diving  helmets  (Molvaer 
and  Gjestland,  1981;  Molvaer  and  Vestrheim,  1982).  Hydrophones  are 
attractive  because  they  are  relatively  unaffected  by  static  pressures  up  to 
40  atmospheres  absolute  (ATA,  1  ATA  -  101.325  kilopascals) .  However,  as 
noted  above,  the  sensitivity  of  small  piezoelectric  elements  is  very  low 
compared  to  that  of  diaphragm-activated  microphones,  so  the  use  of 
hydrophones  in  gases  has  been  restricted  largely  to  measuring  intense  noise. 

The  purpose  of  this  experiment  was  to  perform  sound-field  calibrations 
of  a  condenser  and  a  diaphragm-activated  ceramic  microphone  at  a  range  of 
ambient  static  pressures  in  compressed  air  by  comparing  the  responses  of  the 
microphones  with  that  of  a  miniature  hydrophone  when  all  three  transducers 
were  exposed  simultaneously  to  narrow  bands  of  noise. 

Procedure .  The  condenser  microphone  was  a  Bruel  and  Kjaer  (B&K)  type  4144 
pressure  response  microphone.  The  piezoelectric  microphone  was  a  Shure  type 
401  diaphragm-activated  ceramic  microphone  that  was  supplied  by  Quest 
Electronics  with  their  model  215R  sound  level  meter  (slm) .  The  ceramic 
microphone  was  fitted  by  Quest  Electronics  with  an  impedance  reducing 
preamplifier  for  use  with  long  cables.  The  hydrophone  was  a  B&K  type  8104 
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Figure  1.  Instrumentation  for  calibration  studies.  Not  to  scale. 
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standard  measuring  hydrophone  with  a  nominal  sensitivity  of  -206  dB  re  1 
volt  for  an  incident  sound  pressure  of  1  micropascal  (dB/V/uPa)  from  20  to 
2000  Hertz  (Hz) .  Above  2000  Hz  the  sensitivity  of  the  hydrophone  gradually 
drops  as  frequency  increases  to  about  -211  dB/V/uPa  at  10,000  Hz. 

The  calibrations  were  done  within  the  inner  lock  of  NSMRL  Chamber  #1,  a 
steel-hulled  cylindrical  hyperbaric  chamber  having  external  dimensions  of 
approximately  2.74  m  diameter  (X,Z  axes)  and  3.96  m  length  (Y  axis). 

Several  fixtures  for  the  life  support  system  protrude  into  the  lock  which  is 
also  fitted  with  three  metal  bunks  along  one  wall.  All  bedding  and  other 
sound- absorbent  material  was  removed  from  the  chamber.  The  internal 
floodable  volume  of  the  inner  lock  is  28.32  m^. 

Figure  1  shows  that  the  two  microphones  and  the  hydrophone  were 
connected  through  chamber  pass-throughs  to  separate  measurement  systems. 

The  B&K  hydrophone  (H)  was  connected  through  a  standard  BNC- terminated  Conex 
pass-through  to  a  B&K  2603  microphone  amplifier.  The  condenser  microphone 
(C)  was  connected  through  a  seven  pin  pass-through  designed  to  accept  B&K 
microphone  cables  to  a  B&K  2210  slm  which  was  fitted  with  a  B&K  type  1616 
1/3  octave  band  filter  set.  The  piezoelectric  microphone  (P)  was  connected 
through  a  BNC- terminated  Conex  pass-through  and  a  30  m  cable  to  a  Quest  215R 
slm  fitted  with  a  Quest  model  OB-45  octave  band  filter.  The  power  required 
for  the  ceramic  microphone  preamplifier  was  delivered  from  the  Quest  slm 
through  a  separate  BNC  pass-through. 

The  two  microphones  and  the  hydrophone  were  mounted  on  a  microphone 
boom  located  approximately  in  the  center  of  the  hyperbaric  chamber.  The  two 
microphones  were  aligned  along  the  horizontal  (X)  axis  on  either  side  of  the 
hydrophone.  The  center- to-center  distance  between  each  microphone  and  the 
hydrophone  was  approximately  5.7  cm.  The  microphones  faced  upwards  toward 
the  overhead  such  that  their  active  faces  were  in  the  same  horizontal  (X-Y) 
plane  as  the  acoustic  center  of  the  hydrophone  and  about  1.8  m  above  the 
chamber  deck  plates.  That  plane  was  approximately  0.7  m  below  the  highest 
point  of  the  curved  chamber  overhead. 

The  three  measurement  systems  were  calibrated  at  1  ATA  immediately 
prior  to  the  beginning  of  the  experiment.  The  B&K  8104  hydrophone  and  the 
B&K  2603  microphone  amplifier  were  calibrated  at  250  Hz  using  a  B&K  type 
4223  hydrophone  calibrator  with  a  B&K  UA  0547  coupler.  The  B&K  2603  was 
calibrated  to  read  60  dB  below  the  incident  sound  pressure  level.  The 
condenser  microphone  (B&K  type  4144)  and  the  B&K  2210  sound  level  meter  were 
calibrated  at  250  Hz  at  1  ATA  using  a  B&K  4220  pistonphone .  The  Shure  401 
ceramic  microphone  and  the  Quest  215R  slm  were  calibrated  at  1000  Hz  using  a 
Quest  model  CA  128  sound  calibrator. 

The  signal  generating  system  is  also  shown  in  Figure  1.  The  noise 
source  was  an  array  of  three  Electrovoice  Wolverine  8"  (20.3  cm)  coaxial 
loudspeakers  in  custom- fabricated  34  cm  x  27  cm  x  11  cm  aluminum  bass-reflex 
enclosures  having  5  cm  x  12.5  cm  ports.  They  were  mounted  at  approximately 
90  degree  angles  near  the  overhead.  One  loudspeaker  (S3)  was  76  cm  from  the 
center  of  the  receiving  array;  SI  and  S2  were  145  cm  and  137  cm  from  the 
center  of  the  receiving  array  respectively. 
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The  loudspeakers  were  individually  driven  by  Crown  D-75  amplifier 
channels  set  at  maximum  gain.  The  signals  were  1/3  octave  noise-bands 
derived  from  the  B&K  type  1027  sine  random  generator  coupled  to  a  GenRad 
type  1925  multifilter.  The  input  to  the  amplifiers  (-10  dB  re  1  V)  was 
monitored  with  a  Ballantine  model  643  vacuum  tube  volt  meter.  The  signals 
were  delivered  to  the  loudspeakers  via  a  30  m  cable  and  a  Lundy-box 
hyperbaric  chamber  pass-through. 

As  judged  by  ear,  the  sound  field  around  the  transducer  array  was 
uniform  for  a  broad-band  noise.  However,  for  specific  one -third  octave 
bands,  one  speaker  or  another  contributed  maximally  to  the  sound  field  at 
the  transducer  array.  Thus,  the  sound  field  was  not  completely  diffuse  but 
only  approximately  so. 

The  loudspeakers  and  microphones  used  in  this  study  may  behave 
erratically  when  subjected  to  high  compression  or  decompression  rates. 
Therefore,  compression  and  decompression  rates  were  very  slow  (0.1  to  0.2 
ATA/min)  in  order  to  lessen  the  stress  on  the  transducers  and  to  control 
temperature  and  humidity  changes  accompanying  compression  and  decompression. 

Noise  measurements  were  made  both  during  compression  and  decompression. 
Measurements  made  at  1  ATA  were  done  with  the  chamber  door  closed  in  order 
that  the  spatial  configuration  within  the  chamber  would  be  constant  for  all 
tests.  Upon  reaching  each  hyperbaric  pressure,  the  temperature  was 
permitted  to  return  to  within  10  degrees  F  of  the  initial  temperature  at  1 
ATA  (78  degrees  F)  before  measurements  began.  Once  the  proper  pressure  and 
temperature  conditions  were  established,  slight  variations  in  chamber 
pressure  (<  0.1  ATA)  were  permitted. 

During  the  compression  phase  of  the  experiment,  noise  measurements  were 
made  at  1,  2,  3,  4,  5,  and  8  ATA.  Times  between  measurements  varied 
according  to  the  very  slow  compression/decompression  rates  from  about  20  to 
30  minutes.  Measurements  were  made  within  2  to  10  minutes  after  scheduled 
pressures  were  achieved  and  temperature  stabilized.  The  chamber  remained 
pressurized  at  8  ATA  for  about  90  minutes  and  measurements  were  repeated 
before  decompression  commenced.  During  the  decompression  phase, 
measurements  were  done  at  4,  2,  and  1  ATA  beginning  immediately  upon 
achieving  scheduled  ambient  pressures  and  temperatures. 

Measurement  signal  levels  (1/3  octave-band  levels  of  85  to  117  dB  re  20 
uPa  at  1  ATA)  were  sufficiently  high  throughout  the  experiment  that 
extraneous  sources  of  noise  did  not  affect  the  measurements.  However,  the 
chamber  compressor  and  chamber  lights  were  turned  off  and  activities 
generating  noise  were  suspended  while  measurements  were  being  taken.  The 
two  microphone  responses  were  measured  using  appropriate  octave -band  or  1/3 
octave-band  filter  settings. 

Narrow  bands  of  random  noise  fluctuate  in  amplitude  over  time.  Band- 
level  fluctuations  varied  from  +  5  dB  for  the  band  centered  at  100  Hz  to  +  2 
dB  for  the  band  centered  at  250  Hz  with  smaller  fluctuations  for  all  higher 
noise  bands.  All  sound  levels  were  recorded  to  the  closest  1  dB  following 
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eye-ball"  averaging  of  meter  fluctuations  over  several  seconds. 
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Results  and  Discussion.  Immediately  upon  completion  of  the  experiment, 
the  pistonphone  and  sound  calibrator  procedures  described  above  were 
repeated.  The  Shure  401  ceramic  microphone  and  the  B&K  4144  condenser 
microphone  systems  showed  no  change  from  the  prior  results.  The  hydrophone 
system  deviated  from  the  preliminary  calibrations  by  0.5  dB. 


Figure  2  shows  the  output  of  the  speaker  array  as  measured  by  the  B&K 
8104  hydrophone  during  the  compression  phase  of  the  experiment.  In  general, 
the  loudspeakers  became  somewhat  more  efficient  as  gas  density  increased. 
That  is ,  for  a  constant  voltage  input  the  speakers  produced  higher  band 
levels  as  ambient  pressure  increased.  The  largest  change  in  efficiency 
occurred  between  the  ambient  pressures  of  1  to  2  ATA  with  further  gains  in 
efficiency  more-or-less  systematically  varying  with  pressure,  especially  for 
frequencies  above  1000  Hz.  These  results,  of  course,  also  are  somewhat 
affected  by  the  resonance  characteristics  of  the  hyperbaric  chamber.  The 
data  for  frequencies  of  250  Hz  and  lower  are  less  reliable  than  those  for 
the  higher  frequencies  because  of  the  inherent  variability  in  the  narrow 
bands  described  previously.  Similar  results  were  obtained  during 
decompression  with  the  efficiency  of  the  loudspeakers  declining  to  pre¬ 
compression  levels  as  the  pressure  was  reduced  to  1  ATA. 
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Figure  2.  One-third  octave  band  noise  fields  as  measured  by  the  hydrophone 
during  the  compression  phase.  Parameters  are  ambient  pressure  in 
atmospheres  absolute. 
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dB  re  8104  RESPONSE 


The  band  levels  shown  in  Figure  2  reached  as  high  as  128  dB  re  20  uPa 
at  8  ATA.  To  check  that  these  levels  were  not  overloading  any  of  the 
measurement  systems,  data  were  taken  at  octave  intervals  of  125  to  8000  Hz 
with  the  input  to  the  amplifiers  reduced  by  10  dB.  The  observed  levels  for 
all  systems  fell  by  9  to  11  dB,  consistent  with  the  precision  of  measurement 
throughout  the  experiment. 

The  performance  of  the  two  microphones  at  various  ambient  pressures  was 
obtained  by  subtracting  the  levels  indicated  with  the  hydrophone  system  from 
the  levels  simultaneously  indicated  by  each  microphone  system. 
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FREQUENCY  IN  HERTZ 


Figure  3.  Comparison  of  the  performance  of  the  two  microphones  relative  to 
the  hydrophone  response  before  and  immediately  following 
compression  to  8  atmospheres  absolute. 
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dB  re  INITIAL  SENSITIVITY  AT  I  ATM 


Figure  3  shows  the  relative  responses  of  the  condenser  and  the  ceramic 
microphones  with  respect  to  the  hydrophone  response  at  1  ATA  both  before 
compression  and  immediately  following  decompression.  Before  compression 
both  microphones  underestimate  the  hydrophone  response  by  up  to  3  dB  for 
frequencies  of  2000  Hz  and  below.  Above  2000  Hz  both  microphones 
overestimate  the  hydrophone  levels  in  part  because  the  sensitivity  of  the 
hydrophone  drops  above  2000  Hz,  and  in  part  because  of  peculiarities  of 
microphone  design.  Of  course,  some  of  the  variance  evident  in  Figures  2  and 
3  is  due  to  measurement  error  related  to  the  three  independent  measurement 
systems,  locations  of  the  transducers  within  the  sound  field,  etc.  After 
decompression,  the  ceramic  microphone  returned  to  within  1  dB  or  less  of  its 
pre- compress ion  response  at  all  frequencies  (mean  difference  across 
frequencies  of  0  dB) .  The  condenser  microphone,  however,  appeared  to  be 
*  more  sensitive  upon  return  to  1  ATA  than  it  was  prior  to  compression  (mean 

difference  across  frequencies  of  +1.3  dB) .  This  microphone  seems  to  exhibit 
an  "overshoot"  in  sensitivity  following  hyperbaric  exposure  similar  to  that 
.  occasionally  observed  during  previous  calibrations  using  an  electrostatic 

actuator. 


Figure  4.  Frequency  response  of  the  condenser  microphone  relative  to  its 

frequency  response  at  1  atmosphere  absolute  prior  to  compression, 
during  compression  to,  and  decompression  from  8  atmospheres 
absolute.  Parameters  are  ambient  pressure  in  atmospheres 
absolute . 
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dB  re  SENSITIVITY  AT  I  ATM 


Figure  4  shows  the  changes  in  the  frequency  response  of  the  B&K 
condenser  microphone  relative  to  its  performance  at  1  ATA  prior  to 
compression  for  both  the  compression  and  decompression  phases  of  the 
experiment.  As  pressure  increased  during  the  compression  phase,  the 
condenser  microphone  lost  sensitivity  at  all  frequencies.  The  smallest 
losses  occurred  at  4  khz,  the  largest  at  frequencies  above  4  kHz.  After  90 
minutes  at  8  ATA,  only  small  changes  had  occurred  in  its  frequency  response 
from  that  obtained  upon  arrival  at  that  pressure.  During  the  decompression 
phase,  the  losses  diminished  until  at  1  ATA  the  condenser  microphone  was 
slightly  more  sensitive  at  frequencies  of  250  to  6000  Hz  than  it  was  prior 
to  compression. 

Thomas  et  al.  (1972)  calibrated  a  B&K  type  4132  condenser  microphone 
(similar  to  the  4144  in  construction)  with  an  electrostatic  actuator  in 
compressed  air.  They  found  that  below  2000  Hz  the  condenser  microphone  lost 
roughly  1  dB  of  sensitivity  for  each  1  ATA  (dB/ATA)  of  increased  pressure  in 
compressed  air  up  to  7  ATA.  Our  results  are  similar  for  those  frequencies. 
Both  this  experiment  and  that  of  Thomas  et  al .  (1972)  found  losses  at  8000 
Hz  slightly  exceeding  those  at  2000  Hz  and  below.  AT  4  kHz  the  losses  of 
sensitivity  amounted  to  about  4  dB  at  7  ATA  in  the  Thomas  et  al.  experiment. 
Our  results  show  only  a  1  dB  loss  in  sensitivity  at  4000  Hz  at  8  ATA, 


FREQUENCY  IN  HERTZ 


Figure  5.  Changes  in  the  frequency  response  of  a  condenser  microphone  at  2, 
3,  4,  and  5  atmospheres  absolute  in  compressed  air  as  determined 
by  an  electrostatic  actuator.  Parameters  are  ambient  pressure  in 
atmospheres  absolute.  Data  from  Miller,  1975. 
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For  comparison,  Figure  5  shows  the  results  of  an  electrostatic 
calibration  of  a  B&K  type  4144  condenser  microphone  obtained  in  compressed 
air  by  Miller  (1975,  cited  in  Harris,  1980,  Table  III).  He  made  two 
measurements  at  each  ambient  pressure  both  during  compression  and 
decompression.  Miller's  data  were  averaged  by  us  and  rounded  to  the  nearest 
1  dB.  His  results  and  those  of  Thomas  et  al.  did  not  show  any  difference 
between  measurements  taken  immediately  upon  reaching  or  ten  minutes  after 
reaching  each  pressure,  and  in  neither  study  did  the  microphones  exhibit 
"overshoot"  upon  return  to  1  ATA.  Miller's  data  are  highly  similar  to  those 
routinely  observed  during  electrostatic  calibrations  of  B&K  4144  microphones 
in  this  laboratory. 

As  Figure  5  shows,  the  electrostatic  actuator  yields  a  consistent 
pressure  response  for  the  condenser  microphone  up  to  2000  Hz  that  varies 
with  ambient  pressure  by  about  1  dB/ATA.  Above  2000  Hz  the  condenser 
microphone's  response  varies  with  frequency  showing  little  change  in 
sensitivity  with  changes  in  ambient  pressure  at  4000  Hz,  perhaps  1/2  dB/ATA 
at  6000  Hz,  but  about  2.5  dB/ATA  changes  at  8000  Hz.  Similar  behavior  can 
be  seen  in  Figure  4  except  that  the  noise- field  calibration  method  used  in 
this  experiment  produced  more  irregular  results. 

A  comparison  of  Figures  4  and  5  indicates  that  electrostatic 
calibrations  can  be  used  to  predict  the  field  response  of  condenser 
microphones  at  pressures  up  to  5  ATA  (Miller's  maximum  pressure)  in 
compressed  air  with  a  1  to  2  dB  margin  or  error.  This  level  of  precision  is 
satisfactory  for  routine  noise  measurements. 

Figure  6  shows  our  results  for  the  Shure  401  ceramic  microphone .  As 
pressure  increased  during  the  compression  phase,  the  ceramic  microphone 
exhibited  a  loss  of  sensitivity  quite  similar  to  that  shown  by  the  condenser 
microphone  differing  only  in  detail.  For  example,  at  4000  Hz  the  condenser 
microphone  suffers  very  little  change  in  sensitivity  and  that  frequency 
appears  to  represent  a  resonance.  The  ceramic  microphone,  on  the  other 
hand,  shows  a  consistent  loss  of  sensitivity  at  4000  Hz  but  it  exhibits 
resonance  at  2000  Hz.  The  ceramic  microphone  may  be  slightly  more 
consistent  than  the  condenser  microphone  in  that  as  the  ambient  pressure 
returns  toward  1  ATA,  the  ceramic  microphone  shows  little,  if  any, 
"overshoot"  in  the  recovery  of  sensitivity. 

At  2  ATA  during  the  compression  phase,  the  multifilter  was  switched  out 
of  the  noise -generating  circuit  so  that  a  broad-band  noise,  shaped  only  by 
the  speaker  system,  ensonified  the  hyperbaric  chamber.  All  three 
measurements  of  that  noise  on  the  linear  scale  of  all  three  instruments 
indicated  exactly  the  same  SPL  (108  dB)  despite  the  differences  in  frequency 
responses  exhibited  by  the  measurement  systems. 

Murry  and  Sergeant  (1971)  found  a  ceramic  microphone  to  be  more 
consistent  than  a  condenser  microphone  in  its  response  to  compression  and 
decompression  and  the  only  one  of  three  types  of  microphones  tested  that 
immediately  returned  to  its  pre-dive  frequency  response.  Our  results  agree 
with  that  finding  to  the  extent  that  the  ceramic  microphone  exhibited  no 
"overshoot"  as  did  the  condenser  microphone.  However,  both  microphones 
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Figure  6.  Frequency  response  of  the  ceramic  microphone  relative  to  its 

frequency  response  at  1  atmosphere  absolute  prior  to  compression, 
during  compression  to,  and  decompression  from  8  atmospheres. 
Parameters  are  ambient  pressure  in  atmospheres  absolute. 
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exhibited  reasonably  orderly  changes  in  sensitivity  with  changes  in  ambient 
pressure.  Also,  "overshoot"  does  not  always  occur  in  a  condenser 
microphone;  when  it  does  occur  the  overshoot  is  not  larger  than  about  1  to 
1.5  dB  and  usually  lasts  but  a  short  time.  The  post-experiment  pistonphone 
calibration  of  the  condenser  microphone  showed  no  change  (at  250  Hz)  from 
the  pre- compress ion  calibrations.  Furthermore,  the  present  results  and  the 
Murry  and  Sergeant  results  are  based  upon  the  performance  of  only  two 
piezoelectric  microphones.  It  can  hardly  be  concluded  that  all 
piezoelectric  microphones  always  immediately  return  to  pre-compression 
sensitivity.  Recall  that  the  hydrophone  used  in  this  work  exhibited  a  0.5 
dB  change  in  sensitivity  (pistonphone,  250  Hz)  upon  return  to  1  ATA. 

Conclusions .  The  results  of  this  experiment  show  that  diaphragm- 
activated  ceramic  microphones  constructed  like  the  Shure  401  exhibit  losses 
in  sensitivity  when  exposed  to  hyperbaric  air  that  are  similar  to  those 
found  for  condenser  microphones.  Therefore,  piezoelectric  microphones 
cannot  be  assumed  to  be  insensitive  to  ambient  pressure.  The  results  also 
show  that  calibrations  performed  using  electrostatic  actuators  on  condenser 
microphones  predict  free- field  microphone  responses  with  an  accuracy  of 
about  +  2  dB  at  least  to  ambient  pressures  of  5  ATA.  For  routine  noise 

measurements  (as  for  hearing- conservation  purposes)  that  level  of  accuracy 
is  sufficient.  Small  differences  between  the  frequency  responses  of 
microphones  that  are  induced  by  hyperbaric  pressure  (similar  to  those  found 
for  these  two  microphones)  may  have  little  or  no  effect  on  the  accuracy  of 
broad-band  measurements  (as  on  a  linear  or  A  weighted  scale)  of  broad-band 
noise . 
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